F Piro, Peter (DPH) </0=C0MM0NWEALTH OF 

MASSACHUSETTS/OU=DPH/CN=RECIPIENTS/CN=PPIRO> 

Sent: Wednesday, February 4, 2004 4:21 PM 

To: George, Harvey (DPH) <Harvey.George@dph.state.ma.us>; DiNatale, Margaret (DPH) 

<Margaret.DiNatale@dph.state.ma.us>; Tisei, Nancy (DPH) 

<Nancy.Tisei@dph.state.ma.us>; Farak, Sonja (DPH) 

<Sonja.Farak@dph.state.ma.us>; Salemi, Charles (DPH) 

<Charles.Salemi@dph. state. ma.us> 

Subject: DRUG LABORATORY QC MEETING 


Drug Analysis Laboratory QC Meeting, 2-04-04 

Present: Dr. Harvey George, Sonja Farak and Peter Piro 
Minutes prepared by P.Piro 

1) QC checked on UVA/IS, IR, GC/MS and balances. All criteria were met. 
No reagents were prepared for January. 


2) The status of hoods in Rooms 361 and 362 will be updated at the next meeting. 


3) Laboratory certification was discussed at this meeting. PPiro and Sonja spoke to 
Charles Salemi after the meeting about this issue as it relates to QC. We will have a 
similar conversation with Cam and discusss concerns/recommendations at the next QC meeting. 
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